Dosimetry measurements and analyses of 10-MV x rays for Clinac-18.
Radiation parameters for two Varian Clinac-18 10-MV x-ray units were measured and compared with the same parameters for the Toshiba LMR-13 and the Arco Mevatron XII. Comparison of the percentage depth dose, surface dose, and depth of maximum ionization as a function of field size are presented.